Efficient soldering index materials for fixed partial dentures and implant substructures.
Multiple-unit fixed partial dentures routinely require an intraoral index to ensure accurate fit. One of the most commonly used materials is Duralay acrylic resin, which has yielded satisfactory clinical results, but one disadvantage has been a prolonged setting time. This study compared the setting times of two autopolymerizing resins, Duralay and G. C. Pattern resin. The dimensional accuracy of these materials was also compared with one light-cured resin, G.C. Unifast light-cure resin. All three materials were suitable to relate castings with clinically acceptable outcomes, and chairside time could be saved with the use of recently introduced indexing materials.